INDEX 


BIOMEDICAL ENGINEERING 
Volume 6, Numbers 1-6, 1972 


A 


Abdurasulov, D. M, - 42 
Afanas'eva, M. I. - 289 
Aizenshtadt, V. S. - 308 
Alekseeva, M. I, - 131 
Andreev, V. S, - 212 
Arvin, G. I, - 25, 153 
Astaf'eva, A. K .- 131 


Astrakhantsev, F. A. - 241, 286 


Atamanyuk, M, A, - 50 
Avetisov, E, S, - 315 


B 


Babkin, S, I, - 347 
Babskii, E. B. - 334 
Balanter, B. I, - 129 
Bash, L, Ts. - 241 
Belavin, N. F, - 204 


Bel'kevich, V. I. - 347, 364 


Belousov, V. G, - 218 
Belova, O. I. - 277 
Belyakov, V. A, - 281 
Belykh, Yu. N. - 378 
Benediktov, A. B. - 25 
Ben'yash, G. N. - 381 
Blyakhman, E,M. - 289 
Bobrov, B.S. - 106 
Bogin, Yu. N. - 38 
Bogoslovskii, S, D, - 234 
Bogoudinov, R, D, - 165 
Bolotnikova, T. - 218 
Bordiyan, B. G, - 23 
Borisova, O, I. - 35, 38 
Borovaya, T. L. - 241 
Busch, G. - 327 


Cc 


Camacho, V. - 258 
Chernysheva, L, A, - 8 
Chevnenko, A, A, - 5, 81 


Chikirdin, E. G, - 186, 241, 286 


Chinchenko, E, I, - 184 


BIOMEDICAL ENGINEERING 
Volume 6, Numbers 1-6, 1972 


(A translation of Meditsinskaya Tekhnika) 


D 


Dmokhovskii, V. V. - 165 
Dragachev, S, P, - 173 
Drozdov, A, P. - 281 
Drozdova, L. P. - 88 
Dunaevskii, V. A. - 23 
Dvoryakovskii, V. A. - 339 


E 


Efimova, M, I. - 248 
Egamberdyev, A. Yu. - 42 
Egerman, E, B. - 384 
Elkin, B. I. - 186 
Eremin, V. N. - 134 
Eventov, V.L, - 268 


F 


Fazylov, A. A, - 8, 42 
Fedyaev, S, F. - 281 
Florianovich, N. M. - 81 
Frenk, A. A, - 215 
Fridman, V. E. - 81, 272 
Frosin, V. N. - 94 


G 


Gazentsal', F.L.- 304 
Gel'manas, G, I. - 171 
Genkin, B. A. - 74 

Glezin, F. I. - 160 
Golobokii, N. K. - 70 
Golenevich, V. A, - 304 
Golikov, V. A. - 77 
Gonzalez, N. - 258 
Gorbushin, N. G. - 177 
Gorchichka, I, - 125 
Gordon, V. I. - 241 
Gorovoi, B. Ya. - 283, 289 
Gugnin, Yu. Ya. - 19 
Guner, M, M, - 112 


AUTHOR INDEX 


H 


Heinrich, J. - 327 


I 


Ignatov, A, A, - 114 
Ivanov, B, A. - 157 
Ivanov, V.S, - 277, 289 
Ivashchenko, G. M, - 226 


K 


Kabatov, Yu. F. - 30, 222, 354 
Kaftanov, A, Z. - 306 
Kalantarov, K, D. - 19 
Karchevskaya, V. V. - 277 
Karpinos, D, M, - 304 
Kartashevskii, N. G. - 325 
Kartina, Kh. - 258 
Kazachkova, M. A, - 202, 234 
Khaitlin, A, I, - 137, 209 
Khentov, R, A. - 11 

Kholin, V. V. - 117 
Khromov, B. M, - 336 
Kiselev, G. A, - 119 
Koblents-Mishke, A, I. - 74 
Kononovich, Yu. K. - 298 
Konygin, V. L. - 11 
Korneeva, L. S. - 198 
Kostromina, K, - 165 
Kovryzhkina, T. A, - 117 
Kozlov, A. N. - 5 

Kozlov, G, A, - 52 

Kozlov, S. V. - 218 

Kozlov, Yu. G, - 137 
Kretlova, E, L, - 215 
Krivonosov, A, I, - 91 
Krongaus, A, N, - 160 
Kruk, M. B., - 50, 110 
Krylov, V. I. - 218 
Kudashov, N, V, - 119 
Kuleshova, Z. S, - 304- 
Kurochkin, B. V. - 371 
Kuvaev, A, E, - 134 


ct 
ag 
‘a 
395 


L 


Lakhno, T. N, - 367 
Lenchenko, V. N, - 325 
Leus, V. I. - 212 
Levitskii, E, R. - 268 
Lileev, A, M, - 371 
Livenson, A. R, - 215 
Lopatin, E, A, - 248 
Lozovskii, B. V. - 48 


M 

Maktaz, I. P. - 186, 241, 246, 

286 
Mamedov, R. M. - 313 
Maslov, L, A, - 241 
Mastryukov, V. A. - 35 
Melikhov, A, S, - 157 
Meliksetov, L. A. - 98 
Mel'nik, A, A, - 184 
Mel'nikov, E. A, - 157 
Mikhailova, R, L. - 231 
Mishin, A, T. - 142 
Mitrofanov, G, G, - 236 


N 


Nabatchikov, V. V. - 315 
Napadov, M. A, - 320 
Naumenko, I. M. - 304 
Nazhestkin, K. P. - 91 
Nesterov, A, P. - 119 
Nikitina, T. V. - 226, 238 
Nurik, L. F. - 302 


Oleinikova, N, B. - 298 
Olifer, B. M. - 123, 189 
Omanik, Sh. - 125 
Onishchenko, N. A. - 134 
Orlova, A, I, - 165 
Osipov, O, A. - 106 
Osipov, V. P. - 272 


P 


Palii, Yu. N. - 50 
Parashin, V. B,. - 67 
Pashkevich, E, V. - 74 
Peisakhovich, M, G, - 198 
Pekarskii, M. D, - 351 
Perepelkin, V. P. - 91 
Petrov, E, N. - 23, 289 


396 


Petrov, N. B. - 306 

Petrova, L. N, - 23 
Pilipenko, N. V. - 180 
Pisarevskii, A, A, - 311 
Pluzhnikov, V. M. - 19 
Pranevichyus, A, A, - 171, 295 
Podgornyi, V. N. - 160 
Podukov, V. A. - 53 
Pokrovskaya, N. V. - 315 
Pokrovskii, B. A. - 364 
Polishuk, V. I. - 322 
Polyanskii, Yu. S. - 102 
Poyurovskaya, I. Ya. - 292 
Proshlyakov, A, I, - 371, 373 


R 


Rabinovich, F, N. - 186 
Ramkova, N, V. - 131 
Rapalis, I. I. - 8 
Rastorguev, B. P. - 134 
Revzin, I, I, - 292 
Ramonov, Yu. F, - 212 
Rumyantsev, V. V. - 325 
Rybakov, A. M, - 146 


Sablin, I. N. - 371 
Sagatelyan, E, A. - 319 
Sains, U. - 258 

Sakharov, Yu. I. - 119 
Salov, S. 8S. - 55, 252 
Samarin, A. A, - 308 
Samoilov, V. P. - 306 
Sapkova, G. N.- 91 
Savel'ev, V. I. - 123, 189 
Semenov, V. S. - 19 
Semidotskaya, Zh. D, - 306 
Serova, G, A, - 202, 234 
Shamonin, N, P. - 212 
Shanygin, L. I, - 52 
Shapiro, E. Sh, - 315 
Shenfil', L. Z. - 283 
Sherman, A, M, - 123, 189 
Shishkina, R, N, - 277 
Shneps-Shneppe - 192, 283, 359 
Shnipas, P. A. - 171, 295 
Shteingart, M. Z. - 23, 289 
Shtengol'd, E. Sh. - 134 
Shumakov, V. I. - 134, 173, 268 
Shvedov, Yu. A. - 277 
Sibirko, A. V. - 117 
Skobelkin, O, K. - 244 
Skorunskii, [, A. - 11 
Slavin, M. B, - 381 


Smirnov, I. P. - 343 
Sobakin, M. A. - 142 
Sobolevskii, S. V. - 215 
Sokolov, I. A. - 98 
Sokolova, E, A. - 91 
Soloveichik, L. L. - 320 
Sominskii, A. A, - 283 
Sorokin, B. N. - 114 
Sosin, I. N. - 317 
Speranskii, A. P. - 304 
Spiridonova, S, I. - 283 
Sporov, O, A. - 246 
Stol'tser, S. M. - 186, 241, 246, 
286 
Stulin, I. D. - 45 
Syrovatko, F. A. - 180 


T 


Tain, Kh. - 258 
Timofeeva, T. E. - 35, 38 
Titov, A. A. - 160 
Tolpekin, V. E. - 173 
Tovstykh, A. M. - 117 
Tslaf, V. M. - 85 
Tumanova, N, V. - 283 


U 


Umryukhin, E. A, - 333 
Urmakher, L. S. - 60, 315, 336 
Uzvalok, M. A. - 250 


Val'ter, M. B. - 378 
Vashchenko, O,. G. - 165 
Vashkov, V. I. - 131 
Veksler, F. I. - 298 
Verigo, N. I. - 123, 189 
Vetkin, A. N. - 258 
Vinnikova, L. M, - 325 
Vishnyakov, I. K. - 347 
Vitenshteinas, G. A. - 171, 295 
Vodolazskii, L. A. - 77 
Voityna, S. V. - 311 
Volyn'skii, M. - 388 
Vorotyntseva, M. I. - 94 
Votchal, B. E. - 77 


Yanushkevichus, E, I. - 295 
Yanushkevichus, Z. I. - 171 
Yaroslavskii, G. F. - 123 
Yuknelis, L. V. - 171, 295 


‘ 

| 


Z Zeidlits, L. A. - 268 
Zelenetskii, V. E. - 91 
Zemskov, V. P. - 19 
Zhibitskaya, E£. I. - 229 


Zaidenschnur, G. - 327 
Zaitsev, B. V. - 150 


Zhitnikov, L. Ya. - 185 
Zotov, I. M. - 371 
Zubarev, V. A. - 134 
Zvyagintsev, V. V. - 298 


397 


: 
= 


iy 


TABLES OF CONTENTS 


BIOMEDICAL ENGINEERING 
Volume 6, Numbers 1-6, 1972 


(A translation of Meditsinskaya Tekhnika) 
Volume 6, Number 1 January-February, 1972 


Engl./Russ. 


Application of Ultrasonics to Medicine............... 


INVESTIGATIONS, DESIGN, AND TECHNOLOGY 
Infor mation Content of Signal Level Variations during Ultrasonic Doppler Cardiography 


UDA-871 Ultrasonic Diagnostic Instrument and Its Clinical Use—I. I. Rapalis, a 
Clinical Use of Ultrasonic Diagnostic Instrument with Complex Sector-Step Soemming 
—V. L. Konygin, R. A. Khentov, and fF. A. Skorunskii........... eeevoe rrr 11 13 
Optimum Processing of Scanning Information—N. V. Kolesnikova................ 15 17 


Radiocapsule for Recording the Ionizing Radiation in the Gastrointestinal Tract 

—Yu. Ya. Gugnin, K. D. Kalantarov, V. M. Pluzhnikov, V. P. Zemskov, 

Shrinkage of Materials Used in Stomatology—M. Z. Shteingart, V. A. Dunaevskii, 


REVIEWS 
Applications of Ultrasonics in Medical Laboratory Practice—G. I. Arvin 
Foreign Medical Equipment at the "Surgery-71" Exhibition—Yu. F. Kabatov......... 30 34 
EXCHANGE OF EXPERIENCE 
Complex Scanning in Ultrasonic Diagnostics—V. A. Mastryukov, T. E. Timofeeva, 
and O. I. Borisova cc 35 39 
Using the "Scanning-100" Ultrasonic Diagnostic Instrument under Clinical Conditions i 
—Yu. N. Bogin, O. I. Borisova, and T. E. Timofeeva......... 38 43 
Ultrasonic Examination for Diseases of the Prostate Gland—D. M. Abdurasulov, a 
< Experience with the Type EKhO-11 Domestic Echo-Encephalograph in the Neurological 
Big Modified Transducer for Ultrasonic Flaw Detectors Used to Examine Biological Objects 
Instrument for Determining the Patency of the Eustachian Tube—M. B. Kruk, 
OUR ADVICE 
Stand for Checking X-Ray Tubes~—G. A. Kozlov and L. I. Shanygin...... 52 53 
Universal Stand for Checking the Starting and Regulating Devices of Stomatological e 
INFORMATION 
New Manufactured ApparatusS. S. Salov. ... 55 55 
CHRONICLES 


Technical Level of the Production of Eyeglasses and the Prospects of Its Development 


Engl./Russ. 


FROM ABROAD 
From the Pages of Foreign Journals ........... 62 60 


Volume 6, Number 2 March-April, 1972 


Method for Evaluating the Principal Error of Electrocardiographs— V. B. Parashin .... 67 5 
Use of Electrochemical Recording in Medical Instruments—N. K. Golobokii.......... 70 8 
Factory Quality Control of Phonendoscopes Having a Rigid Diaphragm 

—-B. A. Genkin, A. I. Koblents-Mishke, and E. V. Pashkevich ............... 74 13 
Acoustic Characteristics of Stethophonendoscopes and Their Measurement 

Ultrasonic Diagnosis in Ophthalmology—N. M. Florianovich, F. E. Fridman, 


Some Problems of the Development of Syringes Made of Polymer Materials 
-V. E. Zelenetskii, A. I. Krivonosov, K. P. Nazhestkin, V. P. Perepelkin, 


Classification and Terminology for Medical Sterilizers— M. I. Vorotyntseva, 


ECONOMICS AND ORGANIZATION 
Tasks of Organization of Production at Factories of the Medical Equipment Industry 


Method for Computation of Certain Technical and Recensite Factors in the Working 

of the "Soyuzmedtekhnika" Repair and Installation Service— Yu. S. Polyanskii .... 102 41 
Membrane Oxygenators—O. A. Osipov and B.S. Bobrov ........2..eceeeeeeees 106 45 


EXCHANGE OF EXPERIENCE 
Attachments for the Fintau Endoscope-M. B. Brak 110 49 
Thickening of a Cerbrospinal Fluid by Means of a Modified Komovskii Apparatus 

Ripple Filter for Electrocardiographs—B. N. Sorokin and A. A. Ignatov ............ 114 51 
Collimators for Radiometers for Renography of Children-V. V. Kholin, 

T. A. Roveyatkina, A. V. Gnd A, 117 53 
Microdeformation Ocular.Tonograph— Yu. I. Sakharov, A. P. Nesterov, 

G. A. Kiselev, and N. V. Kudashov 119 55 


INFORMATION 
Instrument for Measurirg the Threshold of Vibration Sensitivity-—N. I. Verigo, 

G. F. Yaroslavskii, V. I. Savel'ev, B. M. Olifer, and A. M. Sherman .......... 123 58 
Semiautomatic Gravity Vacuum Pump--Sh. Omanik and I. Gorchichka ............. 125 60 
FROM ABROAD 
From the Pages of Foreign Journals ...... 127 62 


CHRONICLE 
First All-Union Conference on Biological and Medical Cybernetics 
129 63 


Volume 6, Number 3 May-June, 1972 


Current Medical Requirements Imposed on Sterilization Equipment—V. IL. Vashkov, 
N. V. Ramkova, A. K. Astaf'eva, and M. L. Alekseeva .........ecccccccceee 131 3 


7 
400 


RESEARCH, DEVELOPMENT, AND TECHNOLOGY 


Equipment and Technique of Kidney Preservation—V. L Shumakov, V. A. Zubarev, 
E. Sh. Shtengol'd, B. P. Rastorguev, V. N. Eremin, N. A. Onishchenko, 


Investigation of the Speed of Response of a Hemodialysis System—Yu. G. Kozlov 


Channel Interaction in Recording Slow Bioelectric Processes—A. T. Mishin 

Evaluation of the Immunity of Bioelectric Measuring Systems to In-Phase Interference 

Using Ultrasonics to Obtain an Image of Internal Body Structures—B. V. Zaitsev... . 
Matching Acoustic Transducers with Biological Objects—G. L Arvin........... 
Ignition of Solid Nonmetallic Materials in Gaseous Oxygen-—B. A. Ivanov, 

"Kremnii-3" Dosimeter for X-Ray Examinations—F. L Glezin, A. N. Krongaus, 

A Universal Chair-Bed for Radiology Departments—R. D. Bogoudinov, 

O. G. Vashchenko, V. V. Dmokhovskii, A. L Orlova, and K. N. Kostromina. .. 


EXCHANGE OF EXPERIENCE 


Advantages of Recording the ECG by Nonpolarizing Electrodes—Z. L. Yanushkevichus, 
G. A. Vitenshteinas, P. A. Shnipas, L. V. Yuknelis, G. L Gel'manas, 

Auxiliary Blood Circulation by Means of an Intraaortal Balloon Pump 
—V. L Shumakov, V. E. Tolpekin, and S. P. 

Small Radiometer for Investigating Dynamic Processes~N. G. Gorbushin ....... 

Simultaneous Recording of the Cortractile Activity of the Uterus and Its Filling with 
Blood-F. A. Syrovatko and N. V. Pilipenko. 


OUR CONSULTATIONS 


Suggestion for Improving a Dermatome with a Rotating Knife—E. I. Chinchenko 


Replacement of the Bimetallic Temperature Regulators of Thermostats by an Electric 
INFORMATION 
Roentgenokymographic Cassette—L P. Maktaz, S. M. Stol'tser, E. G. Chikirdin, 
PEKS-01 Portable Electrocardioscope—N. L Verigo, B. M. Olifer, V. L Savel'ev, 
BOOK REVIEWS 
D. D. Rutstein and M. Eden. Engineering and Living Systems 
CHRONICLES 


Ninth International Congress on Biomedical Engineering 
Tenth International Congress on Biomedical Engineering. 


Volume 6, Number 4 July-August, 1972 


In Honor of the 50th Anniversary of the Founding of the USSR 

Current State and Ways of Developing Stomatological Equipment and Instruments 
—M. G. Peisakhovich and L. S. Korneeva 

RESEARCH, DESIGN, AND TECHNOLOGY 


Compensation Properties of Some Molding Materials for Casting Gold Alloy Dental 
Prostheses—G. A. Serova and M. A. Kazachkova .........eceeeeeeees 


Eng!./Russ. 


134 
137 
142 
146 
150 
153 
157 


160 


165 


171 


173 
177 


180 


184 


185 


186 


189 


192 


195 
196 


197 


198 


202 


54 


54 


55 


57 


59 


62 
62 


9 

14 
18 
23 
ee 26 

| 29 

oe 45 
oe 48 
51 

ee 

| | 

\ 
401 


Eng!./Russ. 


Ways of Improving the Casting Properties of Chromium—Cobalt Alloys for Implantable 

Optimal Response of a Hemodialysis System—A. L. Khaitlin............202e000- 
On-Off Controlled Electronic Thermostat— V. L Leus, V. S. Andreev, Yu. F. Romanov, 


ee 204 1l 
209 15 


Volna-2 Instrument for Decimeter-Wave Therapy—A. R. Livenson, A. A. Frenk, 


ECONOMICS AND ORGANIZATION 
Some Estimates of the Life of Dental Drills—E. T. Bolotnikova, V. G. Belousov, 

Effectiveness of Medical Equipment (for Purposes of Discussion)—Yu. F. Kabatov...... 


REVIEWS 
Basic Problems of Ergonomics in the Development of Dental Equipment (for Purposes 

of Discussion)—G. M. Iwashchenko and T. V. . 226 34 
New Methods of Roentgenological Investigation in the Diagnosis of Diseases 

of the Maxillofacial Region—F. I. Zhibitskaya 229-38 
Mechanical-Therapy Apparatus for Stomatology—R. I. Mikhailova..............4.6. 231 40 


EXCHANGE OF EXPERIENCE 
Casting of Two Saddle Frames of Alloy KKhS on Refractory Patterns Simultaneously 

in One Flask-S. D. Bogoslovskii, G. A. Serova, and M. A. Kazachkova ......... 234 43 
Use of Glass-Fiber Illuminations in Dental Surgery—G. G. Mitrofanov.............. 236 Ae 
Dental Electroanesthesia—T. V. Nikitina ............ 238 45 
Transverse Tomograph—S. M. Stol'tser, V. I. Gordon, E. G. Chikirdin, T. L. Borovaya, 

I, P. Maktaz, L. Ts. Bash, F. A. Astrakhantsev, and L. A. Maslov............-. 241 47 
Apparatus for Single-Stage Suturing and Incision of the Gastric Wall—O. K. Skobelkin ... 244 49 
Device for Roentgenological Investigation of Young Children-O. A. Sporov, 


Lift-Carriage for Traumatological Patients—E. A. Lopatin and M. L. Efimova......... 248 51 


FROM ABROAD 
Effect of Electrical Impedance of Tissues on Cardiac Pacemaker Operation—N. Gonzalez, 
A. N. Vetkin, Kh. Tain, V. Camacho, Kh. Kartina, and U. Sains..........ccce0- 258 58 


Volume 6, Number 5 September -October, 1972 
The Medical Equipment Industry — In Celebration of the 50th Anniversary of the Soviet 


INVESTIGATIONS, DESIGN, AND TECHNOLOGY 
Use and Comparative Evaluation of Various "Artificial Kidneys" in Patients 

with Chronic Renal Insufficiency before and after Kidney Transplantation 

-E£. R. Levitskii, L. A. Zeidlits, V. L. Eventov, and V. I. Shumakov......... 
Gas-Exchange Regulation in Artificial Blood Circulation Systems—V. E. Fridman 

An Increase of the Efficiency of Distillation Equipment—Yu. A. Shvedov, B. S. Ivanov, 

O. I. Belova, V. V. Karchevskaya, and R. N. Shishkina ........cccccccccecs 277 15 
Atomizer of Dry Biological Preparations—V. A. Belyakov, S. F. Fedyaev, 

Investigation of the Resistance of Gasket Materials to the Action of Anesthetics 

—A. A. Sominskii, L. Z. Shenfil', N. V. Tumanova, S. L Spiridonova, 
N. A. Shneps-Shneppe, and B. Ya. Gorovoi 283 20 


ee 268 6 


402 


Apparatus for Producing a Layered Image—S. M. Stol'tsev, E. G. Chikirdin, 

Prospects of Using Epoxy Resins in Stomatology— B. Ya. Gorovoi, M. Z. Shteingart, 

E. M. Blyakhman, V. S. Ivanov, M. L. Afanas'eva, and E. N. Petrov........... 
REVIEWS 


Stomatological Materials Based on Synthetic High-Molecular Compounds—L. L. Revzin 


EXCHANGE OF EXPERIENCE 
Method of Removing Distortion in Electrocardiograms When Clipping High-Amplitude 

Peaks—E. L Yanushkevichus, G. A. Vitenshteinas, P. A. Shnipas, 

Experimental Improvement in the Stability of Cardiosynchronization—V. V. Zvyagintsev, 

F. L Veksler, Yu. K. Kononovich, and N. B. Oleinikova..........2-+eeee8- 
Recording Arterial Pressure by the Korotkov Auscultation Method— L. F. Nurik . . 
Physiotherapeutic Use of Electrodes with Current-Conducting Graphitized Fabric 

—A. P. Speranskii, Z. S. Kuleshova, F. L. Gazentsal', D. M. Karpinos, 

Some Improvements to Conway's Method—A. Z. Kaftanov, Zh. D. Semidotskaya, 

Temporal Tensiography—V. S. Aizenshtadt and A. A. Samarin ............6. 
Cryosurgical Instruments—A. A. Pisarevskii and S. V. Voityna ............ 
Modification of the Method of Internal Injection of Reagents and Serial Collection 

of Blood for Functional Tests—R. M. Mamedov ........2eeeeeeeee8 
Instrument for Investigating Clinical Refraction of the Eye—E. S. Avetisov, 

L. S. Urmakher, N. V. Pokrovskaya, V. V. Nabatchikov, and E. Sh. Shapiro . 
Ophthalmic Attachment for Type UTP-1 Ultrasonic Apparatus—L N. Sosin...... 


OUR CONSULTATIONS 
A Device for Checking the Film Tension in the F-59P Fluorograph—E. A. Sagatelyan. 
INFORMATION 
A Set of Orthodontic Keys— L. L. Soloveichik and M. A. Napadov..........-25e-ee00. 
A Disposable System for Blood Transfusion—V. N. Lenchenko, L. M. Vinnikova, 
FROM ABROAD 
Continuous Monitoring of Labor by Direct Fetal Electrocardiography and Intrauterine 
Polygraphy—W. Scharner, J. Heinrich, G. Zaidenschnur, and G. Busch ...... 
REVIEWS 
Et Yu. F. Kabatov and M. B. Slavin. Probabilistic and Statistical Methods in Medical 
as) Investigations and Reliability of Medical Apparatus— Reviewed by E. A. Umryukhin 
N. F. Gamaleya. Lasers in Experiment and the Clinic— Reviewed by E. B. Babskii ... 
CHRONIC LES 


All-Union Conference on the Problem of Providing the Population with Spectacles 


Volume 6, Number 6 November-December, 1972 


Current Problems of the Production and Use of Medical Equipment in the Soviet Union 
—-V.A. Dvoryakovskii .. 


Organizing Function of Medical Bauipancat in Public Health —I. P. Smirnov 


292 


295 
298 
302 
304 
306 
308 
311 


313 


315 
317 


319 


320 
322 


325 


327 


333 
334 


336 


339 


54 


59 
60 


61 


Engl./Russ. 

286 24 

289 27 

30 

33 

35 

38 
39 
40 
42 
44 

86646 
49 

51 

> 
403 


Basic Problems and Principles of the Creation of a System of Mass Medical 
Examination of the Population — S. I. Babkin, V. I. Bel'kevich, 
Technical Collaboration of the USSR with Comecen Members in the peered 
and Production of Medical Equipment — M. D. Pekarskii . 
Simulation in Medical Technology — Yu. F. Kabatov 


RESEARCH, DESIGN, AND TECHNOLOGY 
Mathematical Methods of Medical Systems Engineering — M. A. Shneps-Shneppe 
Methodological Principles and Criteria for Assembling Medical Technology Systems 

— B. A. Pokrovskii and V. I. Bel'kevich 
Basic Principles of the Construction of an Automatic Information Retrieval System 

for Medical Equipment — T. N. Lakhno 
Use of Computers in the Surgical Clinic — B. V. Kurochkin, A. I. Proshlyakov, 

I. N. Sablin, I. M. Zotov, and A. M. Lileev 
Functional Delay Shaper for Cardio-Synchronization — A. I. Proshlyakov 
Type "Karat-60" Diamond Milling Machine — M. B. Val'ter and Yu. N. Belykh 


ECONOMICS AND ORGANIZATION 


Evaluation of the Economic Effectiveness of Improving the Quality of Medical Equipment 


— M. B. Slavin and G. N. Ben'yash.... 


OBSERVATIONS 


Microelectronics and the Prospects of Its Use in Electronic Medical Apparatus 


Specialized Digital Device for Medical Equipment — M. Volyn'skii. 
INDEX 


404 


eee eee 


Engl./Russ. 
347 12 
351 16 
354 19 
359 24 
364 30 
367 33 
371 37 
373 39 
378 45 
381 48 
384 51 
388 56 
395 

399 


4 

4 

+. 


